[Continuous electrocardiogram recording (Holter). Normality criteria].
The interpretation of a continuous electrocardiographic recording according to Holter's method is valid only in terms of well defined standard criteria. These criteria are beginning to become more specific, in spite of uncertainties linked especially to study protocols. Finally, if these criteria were established among healthy populations, their application to pathological situations comes up against the notion of physical condition which may modify all norms.